
-‘~14~

INTOX EC/IR II
Quality Assurance Worksheet

Instrument Serial Number 010488 Worksheet Start Date 7)28/2014

Location Richmond PD, 4th Precinct

Address 2219 Chamberlayne Ave Richmond VA 23222

DFS Technician Timmy Neece, Jr License No 25387

r Laboratory P On-Site

Site Specification No detnmental environmental conditions exist P

Instrument Barometer (mm HG) 750 Reference Barometer (mm HG) 752

Reference Barometer(RB)Serial # 009111 RB Calibration Due 5/19/2015

Measurement Assurance Check

Standard (sea level) PA Target minimum maximum Sample I
0 300 -0003 0003 Sample 2

Precision sample mm sample max SampleS
0 0000 0000

Standard (sea level) PA Target minimum maximum Sample I
0100 -0003 0003 Sample 2

Precision sample mm sample max Sample 3
0 0000 0000

Dry gas standard Lot No (with tank no)

r Replaced dry gas standard (+O-nng) Supplies
Mouthpieces

r Installed at Location Certificates of Analysis
Operator Worksheet

F Remo’ved to DFS-Central Other —

Notes
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Instrument Serial Number 010488 Certification Date

F Calibrated

F Instrument Test

F Certified F Measurement Assurance Check

F Troubleshooting/Maintenance Worksheet Completed
(Successful completion denotes satisfactory condition of the item.)

Sample I
Sample 2
Sample 3

Standard (sea level)

Precision
0

0.150

Standard (sea level)

Precision
0

0.080

PA Target minimum maximum
0.000 0.000

sample mm sample max
0.000 0.000

PA Target minimum maximum
-0.003 0.003

sample mm sample max
0.000 0.000

Sample I
Sample 2
Sample 3

Sample I
Sample 2
Sample 3

Standard (sea level)
0.020

Precision
0

PA Target minimum
-0.003

sample mm
0.000

maximum
0.003

sample max
0.000

All measurements are in g/210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DES Technician Date

Issuing Analyst Date .~- ~-1~
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Intox EC/IR II QA Worksheet
Issued by Calibration and Training Program Manager
Issue Date: 9-December-2013

DES Document 250-Fl 13
Revision 7

Standard (sea level) PA Target minimum maximum
0.250 0.000 0.000

Precision sample mm sample max
0 0.000 0.000

Sample I
Sample 2
Sample 3
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Intox EC/1R-Il: Accuracy Check

Department of Forensic Science
Serial Number: 010488 Test Number: 2560

Test Date: 07/28/2014 Test Time: 11:01 EDT
Dry Gas Target: 0.296

Lot Number: AG334603-03 Exp Date: 12/12/2015
Tank Pressure: 110 psi Barometric Pressure: 751 mmHg

System Check: Passed

Test g/210L Time
ELK 0.000 11:02
CHIc 0.305 11:03
ELK 0.000 11:04
CHIc 0.304 11:05
ELK 0.000 11:06
CHIc 0.303 11:07

Test Status: Success

Calibration CRC: 07B4A972
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Intox EC/IR—IT: Accuracy Check

Department of Forensic Science
Serial Number: 010488 Test Number: 2561

Test Date: 07/28/2014 Test Time: 11:10 EDT
Dry Gas Target: 0.099

Lot Number: AG334603-03 Exp Date: 12/12/2015
Tank Pressure: 105 psi Barometric Pressure: 752 mmHg

System Check: Passed

Test g/210L Time
BLK 0.000 11:11
CHK 0.303 11:12

Test Status: Out of tolerance

Calibration CRC: 07B4A972
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